
 
 
 
 
The Trilogy ventilator is compliant with Section 21, Emissions of RF Energy in 
accordance with RTCA/DO-160F testing requirements. Such certification is required 
for use aboard all commercial airlines landing or taking off within the United States. 
This certification complies with the Air Carriers Access Act and the Department of 
Transportation’s Nondiscrimination on the Basis of Disability in Air Travel policy. 
 
Patients traveling with Trilogy may be required by their airline to produce evidence of 
RTCA/DO-160F certification as well as comply with other requirements for traveling 
with Trilogy. Patients should check with their airlines regarding the certification and 
other policies before attempting to fly with the Trilogy ventilator. 
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Test Dates: 
 
 Start Date:  11 September 2009 
 Completion Date: 14 September 2009 
 
 
 
 

 
 
 
 
 

This test report shall not be reproduced except in full.  This report may be reproduced in part with prior written consent of  
Rubicom or ACS, Inc.  The results contained in this report are representative of the sample(s) submitted for evaluation. 
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